[Device for studying the aggregation capability of blood cells].
The device aimed at studying the blood cell aggregation includes: the microphotometer MK phi M-1, voltmeter H-39 and stirrer. Owing to its high sensitivity, the device permitted to reduce the cellular suspension volume needed for examining to as tiny quantity as. 0.5 ml. The device is simple in production and maintenance.